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ABSTRACT

BACKGROUND

Film mammography has limited sensitivity for the detection of breast cancer in women
with radiographically dense breasts. We assessed whether the use of digital mammog-
raphy would avoid some of these limitations.

METHODS

A total 0f 49,528 asymptomatic women presenting for screening mammography at 33
sites in the United States and Canada underwent both digital and film mammography.
All relevant information was available for 42,760 of these women (86.3 percent). Mam-
mograms were interpreted independently by two radiologists. Breast-cancer status was
ascertained on the basis of a breast biopsy done within 15 months after study entry or a
follow-up mammogram obtained at least 10 months after study entry. Receiver-operat-
ing-characteristic (ROC) analysis was used to evaluate the results.

RESULTS

In the entire population, the diagnostic accuracy of digital and film mammography was
similar (difference between methods in the area under the ROC curve, 0.03; 95 percent
confidence interval, —0.02 to 0.08; P=0.18). However, the accuracy of digital mammog-
raphy was significantly higher than that of film mammography among women under
the age of 50 years (difference in the area under the curve, 0.15; 95 percent confidence
interval, 0.05 to 0.25; P=0.002), women with heterogeneously dense or extremely dense
breasts on mammography (difference, 0.11; 95 percent confidence interval, 0.04 to
0.18; P=0.003), and premenopausal or perimenopausal women (difference, 0.15; 95
percent confidence interval, 0.05 to 0.24; P=0.002).

CONCLUSIONS

The overall diagnostic accuracy of digital and film mammography as a means of screen-
ing for breast cancer is similar, but digital mammography is more accurate in women
under the age of 50 years, women with radiographically dense breasts, and premeno-
pausal or perimenopausal women. (ClinicalTrials.gov number, NCT00008346.)
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HERE IS NOW GENERAL AGREEMENT

that screening mammography reduces the

rate of death from breast cancer among
women who are 40 years of age or older.1:2 Meta-
analyses of eight large, randomized trials found a
reduction in the mortality rate of 16 to 35 percent
among women 50 to 69 years of age who were
assigned to screening mammography,! whereas
women who were 40 to 49 years of age at entry
had a smaller but significant reduction of 15 to 20
percent.13

The smaller benefit of screening in younger
women is probably due to a lower incidence of
breast cancer, more rapidly growing tumors, and
greater radiographic density of breast tissue in
women less than 50 years of age.# Greater density
reduces the sensitivity of mammography>-¢ and in-
creases the risk of breast cancer.”-° Digital mam-
mography, which was developed in part to address
some of the limitations of film mammography,1°
separates image acquisition and display, allowing
the optimization of both. Image processing of dig-
ital data allows the degree of contrast in the image
to be manipulated, so that contrast can be increased
in the dense areas of the breast with the lowest con-
trast.11,12
Despite these apparent differences between the

two approaches, previous trials have not found dig-
ital mammography to be significantly more accu-
rate than film mammography in the diagnosis of
breast cancer.13-17 These studies were limited, how-
ever, in that they included only one type of digital
detector and had insufficient statistical power to
identify relatively small differences in diagnostic
accuracy. The Digital Mammographic Imaging
Screening Trial (DMIST) was designed to measure
relatively small but potentially clinically important
differences in diagnostic accuracy between digital
and film mammography.

METHODS

A detailed account of the design of DMIST has
been published previously.1® This trial was con-
ducted by the American College of Radiology Im-
aging Network. During a two-year period, 49,528
women were recruited to the study at 33 sites. The
protocol was approved by the institutional review
boards atall sites. All women gave written informed
consent. The study was monitored by a data and
safety monitoring board. Women who presented
for screening mammography at the study sites were

eligible to participate unless they reported symp-
toms, had breast implants, believed they might be
pregnant, had undergone mammography for any
purpose within the preceding 11 months, or had a
history of breast cancer treated with both lumpec-
tomy and radiation.

All participants underwent both digital and film
mammography in random order. Five digital-mam-
mography systems were used: the SenoScan (Fisch-
er Medical), the Computed Radiography System
for Mammography (Fuji Medical), the Senographe
2000D (General Electric Medical Systems), the Dig-
ital Mammography System (Hologic), and the Se-
lenia Full Field Digital Mammography System (Ho-
logic).18

The digital and film examinations for each
woman were independently interpreted by two ra-
diologists, one reader for each examination. Read-
ers rated the mammograms using a seven-point
malignancy scale suitable for receiver-operating-
characteristic (ROC) analysis and the classification
of the Breast Imaging Reporting and Data System
(BIRADS)?® and recorded whether they recom-
mended that additional tests be performed. A score
of 1 on the seven-point malignancy scale indicates
a result that is definitely not malignant, a score of
2 findings that are almost definitely not malignant,
a score of 3 findings that are probably not malig-
nant, a score of 4 findings that may be malignant,
a score of 5 findings that are probably malignant, a
score of 6 findings that are almost definitely malig-
nant, and a score of 7 findings that are definitely
malignant. A BIRADS score of 0 indicates incom-
plete data, a score of 1 negative results, a score of
2 benign findings, a score of 3 findings that are
probably benign, a score of 4 the presence of a suspi-
cious-appearing abnormality, and a score of 5 find-
ings highly suggestive of cancer.

Readers also rated breast density according to
the standard BIRADS scale (extremely dense, het-
erogeneously dense, scattered fibroglandular den-
sities, and almost completely fat). Radiologists in
the United States were all qualified interpreters of
mammograms under federal law. Canadian readers
met equivalent standards. Each site’s lead radiolo-
gist was trained in the use of the malignancy scale
and trained the site’s other readers.

A workup, including a biopsy or aspiration of
the suspicious-appearing lesion, was performed if
either reader recommended it. A single pathologist
or the principal investigator of the study coded all
pathological diagnoses on the basis of a review of
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the cytologic or histologic material or of the local
pathology report. All participants were asked to re-
turn for a follow-up mammogram at one year.

To establish a reference standard, participants
were classified as positive for cancer if breast can-
cer was pathologically verified within 455 days af-
ter the initial study mammogram and negative for
cancer if their study records showed negative find-
ings on a pathology report of a biopsy specimen, if
the follow-up mammogram at 1 year was normal,
or if both criteria were met. The 455-day period
gave women more than a year after study entry to
undergo follow-up mammography. Some analyses
were repeated with the use of an additional refer-
ence standard based on information from the first
365 days after initial mammography, an interval
used in other publications on screening mammog-
raphy.>,6,:20-26 The status of participants who were
classified as neither positive nor negative for cancer
was considered indeterminate if they had a breast
biopsy with indeterminate results (owing to insuf-
ficient material or an inability to interpret the re-
sults); had a follow-up mammogram with a BIRADS
scorel® of 3, 4, or 5; or died during the follow-up
period without receiving a diagnosis of breast can-
cer. All women whose cancer status was indetermi-
nate had no additional pathological or imaging in-
formation available. The reference standard for all
other participants who did not fall into these three
categories was classified as unknown. Participants
with either positive or negative reference-standard
status made up the fully verified group.

ROC curves for digital and film mammography
were estimated from the pooled data across the
study with the use of the malignancy score assigned
to each woman at the time of screening mammog-
raphy and before further workup was conducted.
The full areas under the curve (AUCs) were com-
pared with the use of the bivariate, binormal mod-
el, which accounts for the paired test design.27,28
A corroborating, nonparametric AUC analysis was
also performed.29:3° The AUCs were compared in
the entire study cohort (primary study aim) as well
as in prespecified subgroups of participants (sec-
ondary aims). The latter included subgroups defined
according to age (younger than 50 years vs. 50 years
or older), breast density (heterogeneously dense or
extremely dense vs. less dense), menopausal status
(premenopausal or perimenopausal vs. postmeno-
pausal), race (whitevs. blackvs. other), risk of breast
cancer (a lifetime risk of 225 percent vs. <25 per-
cent, as determined by the Gail model31), and the

four digital-machine manufacturers. The Bonfer-
roni procedure was used to account for the 15 mul-
tiple comparisons in the subgroup analysis, with a
P value 0f 0.003 or less considered to indicate sta-
tistical significance.

For descriptive purposes, estimates of the sensi-
tivity, specificity, and positive and negative predic-
tive values of the two methods of mammography
were computed on the basis of the seven-point ma-
lignancy scale, the BIRADS scale, and the presence
or absence of a workup recommendation by the ra-
diologist. For this purpose, the scores for the sev-
en-point malignancy scale were dichotomized as
negative (score of 1, 2, or 3) and positive (score of
4,5, 6, or 7), and the BIRADS ratings were dichot-
omized as negative (score of 1, 2, or 3) and positive
(score of 0, 4, or 5). Results were evaluated for 365
and 455 days of follow-up. McNemar’s test was
used to compare estimates.

The analysis was confined to the fully verified
group. We assessed the effect of missing informa-
tion on disease status by deriving and comparing
estimates of AUCs and sensitivity and specificity
using methods for correcting for verification bias
in the ROC analysis3° and in the comparisons of
sensitivity and specificity.28 Both methods incor-
porate available information on covariates and as-
sume that the verification status depends only on
test outcomes and observed covariates.

RESULTS

STUDY POPULATION

A total 0f 49,528 women were enrolled in the trial.
Of these, 195 (0.4 percent) were subsequently de-
termined to be ineligible and 194 (0.4 percent)
withdrew from the study. In addition, 1489 women
(3.0 percent) were excluded from the analysis be-
cause the study protocol had not been followed at
one participating institution, as determined by on-
site audits. Thirty-nine additional women were ex-
cluded because the same radiologist interpreted
both examinations or the radiologist knew the re-
sults of the other examination at the time of inter-
pretation, and 12 were excluded because the ex-
aminations were technically inadequate (9 with
inadequate film examinations and 3 with inade-
quate digital examinations). Of the 47,599 remain-
ing women, follow-up information was lacking for
4339 (9.1 percent), and 500 (1.1 percent) had an
indeterminate cancer status (474 with follow-up
mammograms interpreted as having a BIRADS
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score of 3, 4, or 5; 20 who had insufficient biopsy
specimens or nondiagnostic biopsy findings; 6 who
died without receiving a diagnosis of breast cancer;
and none of whom had definitive information con-
cerning pathological or imaging results). Thus, we
were left with data on 42,760 women (86.7 percent
of those eligible) for the primary analysis. All inter-
preted mammograms other than the listed exclu-
sions were included in the analysis, including those
obtained from 203 women who underwent only one
type of mammography (188 [0.4 percent] under-
went film mammography alone, and 15 [0.04 per-
cent] digital mammography alone, primarily owing
to equipment malfunctions). Table 1 lists the char-

Table 1. Characteristics of Eligible Women and Women Whose Cancer Status
Was Verified.*
Eligible Women with Verified
Women Cancer Status

Characteristic (N=49,333) (N=42,760)
Age at enrollment — yr

Mean 54.6 54.9

Interquartile range 47-61 47-62
Race or ethnic group — no. (%)

White 40,409 (81.9) 36,079 (84.4)

Hispanic or Latina 2,012 (4.1) 1,266 (3.0)

Black or African American 5,439 (11.0) 4,243 (9.9)

Native Hawaiian or other Pacific 64 (0.1) 61 (0.1)

Islander

Asian 923 (1.9) 793 (1.9)

American Indian or Alaskan Native 46 (0.1) 37 (0.1)

Other race specified 396 (0.8) 244 (0.6)

Unknown or data missing 44 (0.1) 37 (0.1)
Menopausal status — no. (%)

Premenopausal 14,349 (29.1) 12,024 (28.1)

Perimenopausal 4,294 (8.7) 3,779 (8.8)

Postmenopausal 29,569 (59.9) 26,087 (61.0)

Unknown or data missing 1,121 (2.3) 870 (2.0)
Breast density — no. (%)

Almost entirely fat 5,184 (10.5) 4,364 (10.2)

Scattered fibroglandular densities 21,171 (42.9) 18,480 (43.2)

Heterogeneously dense 19,089 (38.7) 16,793 (39.3)

Extremely dense 3,690 (7.5) 3,104 (7.3)

Data missing 199 (0.4) 19 (<0.1)

s

* Because of rounding, percentages may not total 100.
Race or ethnic group was self-assigned.
: Premenopausal women had had their last menstrual period less than one

month before mammography. Perimenopausal women had had their last men-
strual period at least 1 month but less than 12 months before mammography.

1776

acteristics of the eligible women and the women
who were included in the analysis.

INTERPRETATION OF THE IMAGES

Using the dichotomized seven-point malignancy
scale, we found that 223 women (0.5 percent) had
both positive digital and positive film mammo-
grams, 947 women (2.2 percent) had only positive
digital mammograms, 832 women (1.9 percent)
had only positive film mammograms, and 40,553
women (94.8 percent) had neither positive film nor
positive digital examinations. For the remaining 205
women (0.5 percent), interpretations for either dig-
ital or film mammograms were missing (187 nega-
tive and 3 positive film examinations and 15 nega-
tive digital mammograms).

Using the dichotomized BIRADS scale, we found
that 1249 women (2.9 percent) had both positive
digital and positive film mammograms, 2399 wom-
en (5.6 percent) had only positive digital mammo-
grams, 2416 women (5.7 percent) had only posi-
tive film mammograms, and 36,696 (85.8 percent)
had neither positive film nor positive digital exam-
inations.

BREAST CANCERS

Atotal of 335 breast cancers were diagnosed in the
DMIST cohort on the basis of reference-standard
information during the 455 days after study entry
(Table 2). Of these 335 cancers, 254 (75.8 percent)
were diagnosed within 365 days after study mam-
mography and 81 (24.2 percent) were diagnosed
between 366 and 455 days after study mammogra-
phy. The histologic findings and the stage of the
breast cancers detected by the two methods were
similar.

DIAGNOSTIC PERFORMANCE OF DIGITAL
AND FILM MAMMOGRAPHY
The diagnostic accuracy of digital and film mam-
mographywas similar in the fully verified group, as
reflected by a mean (+SE) AUC of 0.78+0.02 for
digital mammography and of 0.74+0.02 for film
mammography (difference in AUC, 0.03; 95 per-
cent confidence interval, —0.02 to 0.08; P=0.18)
(Fig. 1A). The AUC for digital mammography also
did not vary significantly from that for film mam-
mography according to race, the risk of breast can-
cer, or the type of digital machine used.

The performance of digital mammography was,
however, significantly better than that of film mam-
mography among women under the age of 50 years,
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O Empirical operating point for film mammography
A Empirical operating point for digital mammography
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Figure 1. ROC Points and Fitted AUCs for Digital and Film Mammography for the 42,760 Women with Fully Verified

Breast-Cancer Status (Panel A), the 14,335 Women under the Age of 50 Years (Panel B), the 19,897 Women with Hetero-
geneously or Extremely Dense Breasts (Panel C), and the 15,803 Premenopausal or Perimenopausal Women (Panel D).
Diagnostic performance was determined with the use of the seven-point malignancy scale. Premenopausal women were
defined as those whose last menstrual period was less than one month before mammography. Perimenopausal women
were defined as those whose last menstrual period was at least 1 month but less than 12 months before mammography.

as compared with those who were at least 50 years
of'age (AUC for digital mammography, 0.84+0.03;
AUC for film mammography, 0.69+0.05; difference,
0.15; 95 percent confidence interval, 0.05 to 0.25;
P=0.002) (Fig. 1B), women classified by the readers
as having heterogeneously dense or extremely dense

breasts (AUC for digital mammography, 0.78+0.03;
AUC for film mammography, 0.68+0.03; difference,
0.11; 95 percent confidence interval, 0.04 to 0.18;
P=0.003) (Fig. 1C), and premenopausal or peri-
menopausal women (AUC for digital mammog-
raphy, 0.82+0.03; AUC for film mammography,
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0.67+0.05; difference, 0.15; 95 percent confidence
interval, 0.05 to 0.24; P=0.002) (Fig. 1D). The re-
sults of the AUC comparison in the full cohort and
the prespecified subgroups were qualitatively sim-
ilar to those obtained in the analysis that corrected
for potential verification bias. There was no signif-
icant difference in the AUC between digital and
film mammography among women 50 years of age
or older, women with fatty breasts or scattered fibro-
glandular densities, and postmenopausal women.
Tables 3 and 4 show estimates of the sensitivity,
specificity, and positive predictive value of each
method on the basis of the seven-point malignancy
scale after 455 days of follow-up and the BIRADS
scale after 365 days of follow-up, dichotomized at
each possible threshold. The tables also show dig-
ital and film mammography in terms of their sensi-
tivities and specificities, computed at the main
thresholds specified above. Detailed results of sta-
tistical analyses for sensitivity and specificity with
the use of the seven-point malignancy scale at the
365-day follow-up and the BIRADS scale at the
455-day follow-up are provided in the Supplemen-
tary Appendix (available with the full text of this ar-
ticle at www.nejm.org). When the comparisons of
sensitivities and specificities were adjusted for ver-
ification bias, the results were qualitatively similar.

DISCUSSION

We found that digital mammography was signifi-
cantly better than conventional film mammogra-
phy at detecting breast cancer in young women,
premenopausal and perimenopausal women, and
women with dense breasts. There was no signifi-
cantdifference in diagnostic accuracy between dig-
ital and film mammography in the population as a
whole or in other predefined subgroups. However,
digital mammography offers other advantages over
film mammography — namely, easier access to
images and computer-assisted diagnosis; improved
means of transmission, retrieval, and storage of
images; and the use of a lower average dose of radi-
ation without a compromise in diagnostic accura-
cy.32 We believe that the significant improvement
inaccuracy in specific subgroups of women justifies
the use of digital mammography in these groups.
Our results are understandable in the light of
the technical advantages of digital mammography
over film mammography. In a digital image, the
x-ray transmission can be manipulated to enhance
visualization of subtle structural changes in tissue

over the entire breast. For mammograms, the most
problematic areas are those in which cancers can
be hidden by adjacent dense tissue owing to small
differences in contrast between lesions and the fi-
broglandular background. The visibility of a sub-
tle mass or cluster of calcifications present in the
image can be increased if the image contrast is ad-
justed.33,34

DMIST did not measure mortality end points.
The assumption inherent in the design of the trial is
that screening mammography reduces the rate of
death from breast cancer and that if digital mam-
mography detects cancers at a rate that equals or ex-
ceeds that of film mammography, its use in screen-
ing is likely to reduce the risk of death by as much as
or more than that conferred by film mammography.
The evidence supporting this view is given in Ta-
ble 2. The cancers detected by digital mammogra-
phy and missed by film mammography in women
under the age of 50 years, women with heteroge-
neously dense or extremely dense breasts, and pre-
menopausal and perimenopausal women included
many invasive and high-grade in situ cases. These
are precisely the lesions that must be detected early
to save lives through screening. Neither digital nor
film mammography found all the breast cancers in
the population. Palpable findings and symptoms
that develop after screening should be evaluated
even if a woman has negative findings on digital
mammography.

Why were the sensitivities of both digital and film
mammography measured in this study apparently
lower than the sensitivities in other studies?20-23
Estimates of sensitivity depend on the definition
used.2* We considered any woman presenting with
breast cancer within 455 days after study entry to
have been positive for breast cancer at the time of
her initial screening mammogram. All women with
negative findings on mammography at study entry
who had breast cancer at the annual follow-up
mammography were thus considered to have false
negative results for the analysis. The longer fol-
low-up interval was selected to allow study sites to
complete the one-year follow-up and subsequent
workup. Some of the cancers detected up to 455
days after study entry were probably present at the
time of the initial mammogram, but the use of the
455-day follow-up interval for reporting estimates
of diagnostic accuracy is unconventional. Table 4
gives estimates of the diagnostic performance of
both digital and film mammography at all cutoff
points of the BIRADS scale during the 365-day fol-
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low-up period. This allows our estimates of diag-
nostic performance to be compared with those of
others.22:23,25

Although the lead radiologists at each site were
trained in the use of the seven-point malignancy
scale and they then trained the other radiologists
interpreting mammograms, this scale has not been
used in other large, published studies. Our results
using the BIRADS or follow-up scales can more
readily be compared with those published else-
where.>-%:25 In addition, the percentage of the total

forming a formal cost-effectiveness analysis and

study of the quality of life of asymptomatic women.
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